[Cuff pressure in intratracheal tubes. Evaluation of the new Mallinckrodt-Brandt model].
Cuff pressure of endotracheal tubes increases to dangerous levels during anesthesia with nitrous oxide. In a small clinical study the Authors conclude that Mallinckrodt-Brandt endotracheal tubes are the only "low pressure" tubes available at the moment.